Extreme ultraviolet interferometric measurements
of diffraction-limited optics
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At-wavelength interferometric measurements of recently fabricated extreme ultragidlaf)
microstepper projection optics have revealed the highest performance for prototype EUV
lithographic systems observed to date. The phase-shifting point diffraction interferometer is used to
measure and align these two-mirror, multilayer-coated Schwarzschild optical systems designed with
a numerical aperture of 0.088 and operating at 13.4 nm wavelength. Root-mean-square wave front
error magnitudes as small as 0.60 nm have been achieved, actually exceeding the design tolerance
set for these objectives. @999 American Vacuum Socief$s0734-211X99)06106-5

[. INTRODUCTION lithographic-quality, multiple-element, aspherical optical
systems. These two diffraction-based interferometers have

Extreme ultraviolefEUV) lithography is being developed
( ) drapiy g P demonstrated the required accuracy necessary for the devel-

as a candidate technology to follow deep ultraviolet lithog- X . .

raphy for feature sizes below 100 nm. This development ha@PMent of EUV lithographic optical systems. _

been greatly facilitated by the use of small-field microstepper _ViSible-light PSDI measurement is now used during the

projection optics which have been used for a variety of demfaPrication of individual spherical and asphlttar_lcal Icompo-d
is also use

onstration experimenfsRecently, several new microstepper N€Nts, before and after multilayer coating.
objectives have been fabricated with the goal of achieving!"ing the alignment of multielement optical systems. At

considerable improvement in lithographic resolution as wellPrésent, EUV PS/PDI testing is reserved for the qualification
as reduced flare. These two-mirror, multilayer-coatec®"d possible final alignment of assembled optical systems.
Schwarzschild objectives operate near normal incidence with Visible-light has clear advantages in optical shop testing,
13 nm wavelength light, a numerical apertyNA) as high ~ Where it can be used to measure single uncoated elements.
as 0.088, and 20demagnification. They are identical in op- Yetthe EUV wave front is determined both by the geometric
tical design to the previous generation of EUV optics used irffigure of the mirror surfaces and by the properties of the
the development of EUV lithographic technologies; yet themultilayer coatings, which are deposited across mirror areas
new optical substrates are fabricated to much stricter figuréovering many square centimeters. It is for this reason that
and finish tolerances. at-wavelength EUV testing is the most direct probe of the

We report at-wavelength interferometric measurement§ensitive resonance properties of reflective multilayer coat-
on these systems which reveal the highest optical perforings. Coating thickness gradients, designed to achieve opti-
mance for prototype EUV lithographic systems achieved tgnal reflectivity in the presence of a range of incidence
date. The enhanced imaging performance from these ne@ngles, and surface contamination can cause differences be-
optics is due both to improvements in the figure and to atween visible-light and EUV wave front measurements. Re-
reduction in the midspatial-frequency roughness that contribcent cross-comparison experiments have shown favorable
utes to flare. The root-mean-squdrens) wave front error —agreement between EUV and visible-light wave front mea-
magnitudes in three separate systems are 0.63(f%7 surements in four separate Schwarzschild objecfivasd
waves at 13.4 nm wavelengtt0.60 nm(0.045 waves and ~ ongoing EUV imaging experiments performed at Sandia
0.99 nm(0.074 wavey respectively, within 0.088 NA. The National Laboratory have demonstrated the power of EUV
flare from two of these optics has been measured at belownterferometry in  successfully  predicting  imaging
4.5%. performancé:®

Achieving diffraction-limited performance from EUV op-  We present EUV wave front measurements performed on
tical systems has required the development of interferometrihree recently fabricated Schwarzschild objectives, called
with subangstrom accuracy. The Virtual National Laboratorycameras A, B1, and B2. These optics share the same optical
(VNL), in cooperation with the EUV Limited Liability Com- design and a common mechanical housing configuration. At-
pany (EUV LLC), is conducting parallel development of wavelength fine alignment was performed on cameras A and
EUV wave front testing with a phase-shifting point diffrac- B2, while camera B1 measurements are presented as it was
tion interferometefPS/PD)? and visible-light phase-shifting delivered for EUV measurement.
diffraction interferometry(PSDI)** for the measurement of The two reflective elements of camera A were fabricated

to meet the same figure specifications set forth for the mir-

¥Electronic mail: KAGoldberg@Ibl.gov rors in the new projection optics boxPO box, the
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To create the reference beam, a small-angle beamsplitter
is placed before the test optic; a relatively coarse transmis-
sion grating makes a convenient beamsplitter for this appli-
cation. The grating produces multiple copies of the test
beam, focused in the image plane with a small lateral sepa-
ration. A patterned opaque membrane in the image plane is

EUV CCD
Camera

image- . . .
pla%le 10x Schwarzschild used to selectively transmit and block the focused beams.
spatial gbdg‘étgz Qe One of these beams is transmitted throughiadow (large
filter ’ compared to the focused beam’s diameterd becomes the

<

test beam. A second beam is brought to focus on a nearby

pinhole spatial filter called the reference pinhole. The refer-

from ence pinhole is fabricated smaller than the diffraction-limited

undulator resolution of the test optical system to produce a filtered

beamline spherical reference wave front. The test and reference beams

propagate to a mixing plane, where their interference is re-

45° mi corded by an EUV CCD detector.

(multi _ To be suitable for EUV operation and resistant to carbon
R contamination, the EUV PS/PDI operatesvacuoat a base

Fic. 1. Schematic of the EUV PS/PDI configured to measure apressure of 106 Torr, backfilled with oxygen to a partial

10x Schwarzschild objectiveamerain a vertical orientation. The interfer- pressure of &« 10 ¢ Torr.

ometer is contained in a vacuum chamber. Arrows indicate degrees of free-
dom for the optical elements.

object-plane
spatial filter 1< K_B prefocusing
mirrors

Ill. ASSEMBLY AND ALIGNMENT

4x EUV imaging system being developed by the VNIhe . . . .
elements of cameras B1 and B2 have even higher quality, The optical design of the two-mirror EUV Schwarzschild

having been fabricated to meet both the figure and the finisfn2ging systems under |nvest|gat|on uses an off-axis circular
specifications of the PO box. A comparison of EUV andsubaperture of'the' full annqlgr pupll. Selected from several
visible-light interferometric wave front measurements per—pOSSIble combinations, individugdrimary and secondary

formed using cameras A and Bl has been presented in rgirro_rs are paire_ql to_form the hig_h_est q_ualit_y wave front_s
previous publicatiof.Following initial interferometric mea- possible. The pairing is based on visible-light interferometric

surement, the mirror elements of camera A were remc)Ve&neasurements of individual mirror elements and on detailed

from their mechanical housing. They were subsequently reperforma_nce simglations th.at inc.lugé_,e the rotatiociatking
assembled into a new housing, and only new, pos:t-mc the mirrors’ azimuthal orientations.

reassembly measurements are presented here. Alignment of the assembled Schwarzschild objectives is

first performed using a visible-light PSDI developed and op-
erating at Lawrence Livermore National Laboratory. The op-
IIl. EUV INTERFEROMETRY tics are then transported to Lawrence Berkeley National
The EUV PS/PDI, first proposed by Medeckial,®~*%is  Laboratory for at-wavelength characterization and, in some
a common-path interferometer that relies on pinhole diffraccases, additional alignment using the EUV PS/PDI operating
tion to produce spherical reference waves. Using cohererat the Advanced Light Source. EUV imaging experiments
illumination from an undulator beamline at the Advancedperformed at Sandia National Laboratory provide confirma-
Light Source synchrotron radiation facility, the EUV  tion of the near-diffraction-limited performance predicted by
PS/PDI has become one of the most accurate system-leville wave front measurements.
measurement tools of its kind. Its reference wave front accu- Wave front aberrations vary, depending on the object and
racy has been demonstrated to be as high as 0.04 nm rms d@onjugate image point locations. Therefore, careful selection
a NA of 0.082%2 well beyond the present requirements for of the conjugate points is an essential element of measure-
EUV optical system metrology. ment accuracy. To this end, a pair of functionally equivalent
Figure 1 shows a schematic representation of the EU\Mlignment fixtures has been fabricated to guarantee longitu-
PS/PDI. Details of its construction and use have been exterdinal and lateral agreement between the conjugate points
sively described®'* The PS/PDI uses a pair of pinholes used in both the visible-light and EUV interferometers and in
placed at conjugate object and image points to producémaging experiments.
spherical reference wave fronts. The object pinhole spatially Final mirror-alignment adjustments are made via two
filters the incident light to produce a spherical illuminating screws that control the tilt of the convex primary mirror. An
beam. Via transmission, the illuminating beam acquires thaperture stop placed in close proximity to the surface of the
aberrations of the test optic and becomes the test beam. Tipgimary defines a stationary bedootprint on that mirror’s
test beam comes to focus in the image plane and then propadrface. Tilt adjustments to the primary do, however, affect
gates to reach the detector, which is placed significantly bethe location of the beam on the concave secondary mirror,
yond the image plane. which in turn affects the wave front—primarily in terms of

JVST B - Microelectronics and  Nanometer Structures



2984 Goldberg, Naulleau, and Bokor: EUV interferometric measurements 2984

before alignment after alignment individually scaled 0.10 C amera B1
~ = 0053—A
A (i 000E /(\.. LA A h)\_/\)l
g ) B E L] ‘\N Y 4 v»\'_l o "
§ 'g -0.05+
= -0.104
= 3
0.045 A (0.60 nm) 0.045 A (0.60 nm) %D -0.15 E
g -0.203
- 0 5 10 15 20 25 30 35
2 Zernike coefficient
O ¥ C
amera A
J 0.10-
0.1551 (208 nm) 00744 (099nm)  0.074 A (0.99 nm) =2 0057
= 0.00- ALl N
o S -0.054
£-0.103
§ %D -0.15 g /(g
£ 0203
0093A (124nm) 0.047 A (0.63 nm) 0.047 A (0.63 nm) V25—
0O 5 10 15 20 25 30 35
Fic. 2. Cameras B1, A, and B2 wave fronts measured before and after Zernike coefficient
alignment. Left and center columns are shown using the same grayscale:
contours are shown with three gray levels per nanometer. Individually Camera B2
scaled wave fronts are shown in the right column with two gray levels per 0.10 E
nanometer rms wave front error magnitudes are shown below each wave- =1 () ()5 ]
front, based on 37-term Zernike fitting; however, the wave fronts shown =, E A A N |
contain more of the available spatial frequency content. The wavelength of 0.00 E u g/ \
measurement is 13.4 nm. "g -0.055
2 -0.10
astigmatism. The wave front error minimization is achieved %0'0-15 E 1
by systematically steering the beam until astigmatism is g-020 E
minimized. -0 25 Y=
Within the Zernike description, a wavefronb, may be 5 10 15 20 25 30 35
approximated by a Zernike serieb=3a,Z;. The conven- Zernike coefficient

tion employed here has the individual orthogonal Zernike _ _ . -
| ials bounded in the ran@el 1] on a unit circle Fic. 3. Zernike polynomial coefficients describing the wave fronts from

po ynpmlas O_U _ ' ) cameras B1, A, and B2. For cameras A and B2, open triangles denote

domain. Counting from an index “0” as thgistonterm, the  coefficients before alignment, and solid squares after alignment.

two astigmatism coefficients aie, and a5 representing 0°

and 45° astigmatism, respectively. For a unit magnitude

Zernike coefficient, the corresponding peak-to-valley wave

front error contribution is two, and the rms contribution is i th ¢ i
typically about 0.4, although rms magnitudes add in quadra@nd(in the cases of cameras A and)&gter EUV alignment.

ture. In the left and central columns of Fig. 2 the five wave fronts

During alignment, a relatively small degree of unpredict-2r€ represented using the same grayscale; in_ the_ righ_t-most
ability is introduced by irregularities in the mirror surfaces, €olumn, the three wavefronts are shown using individual
particularly the secondary mirror. As the beam footprint ondrayscale representations. In all cases, the rms wave front

the secondary mirror moves, features on the surface moVv¥T0r magnitudes shown are based on fits to the first-37
into and out of the illuminated region. Zernike polynomiald®*” The Zernike polynomial coeffi-

cients for each of the five wavefronts are plotted in Fig. 3.

The measurement-dependgiton, tilt, and defocuscoeffi-

IV. WAVE FRONT MEASUREMENTS cients @ throughas) are excluded. Measurement uncertain-
In chronological order, EUV interferometry was per- ties for the Zernike coefficients are below<@0 3 waves

formed on cameras B1, A, and then B2. EUV-based align{0.07 nnj, based on the wave front fitting uncertaintg %

ment was performed only on cameras A and B2. Figure 2<10"* waves, the measurement-to-measurement repeat-

contains wave front measurements of the three optics beforability (<2x10 2 waves, and the measured accuracy of
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Fic. 4. Wave front astigmatism coefficienés, and a; from the Zernike as_ a black solid square close to the Orlgln. A_S Stateq earlier,
polynomial fit are used to guide the alignment. Plotted are four measurethiS measurement was made at a longitudinally displaced
ments from the alignment of camera A, two measurements from camera Bfjeld point. The predicted astigmatism coefficients for this

and one measurement point from camera(Bark solid squane Measure- tic, if it were measured at the nominal field point, are
ment sequence is indicated by numbers adjacent to the points. Based g . .

camera B1l's measured wave front and the known displacement from thg"1own a..S a gray solid square near thaxis. . .
design conjugate position, the gray solid square predicts the wave front at One important aspect of these EUV optical system align-

the design conjugates. ment exercises is the robustness and repeatability they dem-

onstrate, for both the interferometer and the optical housing.

Between each iteration, the vacuum chamber must be vented,
the EUV PS/PDI (6¢10°° waves rms in the full wave front, the optic is lifted entirely out of the chambex 4 Ibimage-
using similarly sized reference pinholes as were used 10 pefsjane stage assembly that rests on the wafer side of the optic
form these measurements is removed, clamp screws that control the primary mirror's

Measurement of camera B1 was performed before thgimpals mount are loosened, and the appropriate alignment

aforementioned alignment fixture had been developed for thﬁdjustments are made. The system is then reassembled, the
EUV interferometer. In this case, with no mechanical refer-,3cuum chamber lid, to which the charge coupled device
ence to serve as a guide, positioning of the conjugate objegfatector is attached, is replaced, and the system is pumped
and image points was based on the location of the wavgown for 2—3 h. Excluding the astigmatism and coma coef-
front-error minimum. Using the alignment fixture, we have fjcients (a4 througha,), which are affected by the alignment
subsequently observed that our measurements had been cegcedure, the measurement-to-measurement repeatability of
ducted from an object field point displaced longitudinally by the higher-order Zernike coefficients is excellent. In Fig. 5,
2.5 mm from the nominal position. The consequences of thene coefficientlifferencesbetween the initial and final itera-

displacement, studied using a computer model of thjons of camera B2 are shown. Most coefficients are well
Schwarzschild objective, reveal that measurements made @fithin /200, nearly all are within/100.

the nominal position would show an additional astigmatism
contribution of approximately 0.32 waves, peak-to-valley, or
0.16 waves in the Zernike coefficient of 0° astigmatism. V. CONCLUSION
The individual steps of the alignment procedure are well  At-wavelength alignment of an EUV Schwarzschild ob-
illustrated by their effect on the astigmatism coefficients injective has produced the smallest wave front error observed
the Zernike polynomial description. These coefficients guideo date in an EUV optical system—0.045 waves @50
the adjustments iteratively until an acceptable alignment hagm, or~\/72) within 0.088 NA. The alignment procedure is
been achieved. Figure 4 contains a two-axis plot of thaobust and predictable. Improvements of the system wave
Zernike coefficients, andas for all three cameras. front over previous alignments may push the system closer
Camera A was the first one aligned at-wavelength. Figuréoward diffraction-limited EUV imaging performance.
4 shows that although the first adjustment was accidentally
made with the wrong polarity, subsequent iterations reduce
the astigmatism coefficients to less than 0.05 waie8§7 g‘CKNOWLEDGMENTS
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